INTRODUCTION
============

Sepsis is a leading cause of mortality in critically ill patients. This applies in particular for infections with multidrug resistant (MDR) bacteria, as they are often faced with an insufficient initial anti-infective therapy regime \[[@sfaa063-B1]\]. Development of new antibiotic drugs and the increased usage of old antibiotics, which may preserve modern antibiotics and therefore avoid the spread of resistance, are practiced strategies to overcome this growing medical and economical issue \[[@sfaa063-B2]\].

To quickly reduce the blood pathogen load, even of MDR bacteria, extracorporeal methods removing bacteria have been developed by several companies, using different strategies such as filtration \[[@sfaa063-B3]\], magnetic nanoparticle separation \[[@sfaa063-B4]\], bendable polycrystalline nanowires/carbon foam \[[@sfaa063-B5]\] and polyethylene beads with endpoint-attached heparin \[[@sfaa063-B6]\]. The latter one uses covalently endpoint-attached heparin-coated ultrahigh molecular weight polyethylene that mimics heparan sulphate on cell surfaces so that pathogens bind to it. The capitalized mechanism is usually thought for bacteria to overcome cellular barriers by interactions on cell surfaces \[[@sfaa063-B7]\]. It has been shown to be safe and effective in haemodialysis patients with blood stream infections \[[@sfaa063-B8]\]. However, the usage of this non-selective mechanism may interfere with serum levels of anti-infective drugs, a key element in sepsis therapy, and thereby reduce the effectiveness of initiated therapy regimens \[[@sfaa063-B9]\]. As shown for other extracorporeal treatment methods like dialysis, this might necessitate special dosing recommendations \[[@sfaa063-B10]\]. To avoid such a knowledge gap, early *in vitro* studies for drug clearance (CL) of extracorporeal methods have been recommended \[[@sfaa063-B11]\].

The objective of this study was to determine a possible elimination of anti-infective drugs by the first approved pathogen adsorber in the European Union, the Seraph^®^ 100 Microbind^®^Affinity Blood Filter (ExThera Medical Corp., Martinez, CA, USA).

MATERIALS AND METHODS
=====================

Patients and study protocol
---------------------------

Blood plasma from five voluntary donors (3 male/2 female, age ± standard deviation: 46 ± 15 years) was obtained during regular therapeutic plasma exchange (TPE) treatments due to various indications. None of the patients received one of the investigated anti-infective drugs. The removed plasma of a single TPE treatment was stored at 4°C and used within 48 h. The median collected plasma volume was 3200 mL and ranged from 2800 to 4000 mL. Anti-infective drugs were added to the plasma. Single doses of acyclovir (250 mg), amphothericin B (50 mg), ceftazidime (2000 mg), cefazolin (2000 mg), clindamycin (600 mg), daptomycin (350 mg), fluconazole (200 mg), fosfomycin (2000 mg), gentamicin (20 mg), levofloxacin (250 mg), linezolid (600 mg), meropenem (500 mg), moxifloxacin (400 mg), piperacillin (4000 mg), rifampicin (600 mg), tazobactam (500 mg), tobramycin (80 mg) and vancomycin (500 mg) were added to the plasma drain bag and mixed for 10 min. Visual controls were performed to detect possible drug precipitations. One litre of the plasma was separated into a compatible plasma bag, which could be connected to the tubing system. We primed a standard haemoperfusion blood tubing system (Meise Medizintechnik GmbH, Germany) as well as the Seraph^®^ 100 Microbind^®^Affinity Blood Filter (ExThera Medical Corp., Martinez, CA, USA) with a total filling volume of ∼200 mL 0.9% saline and connected the plasma bag with the haemoperfusion tubing. The AFERsmart device (Meise Medizintechnik GmbH, Germany) was used to circle the plasma through the adsorber; a schematic overview of the experimental setup is given in [Figure 1](#sfaa063-F1){ref-type="fig"}. Plasma flow was set to 250 mL/min and the plasma was continuously shaken during the procedure to ensure the mixture of the plasma. The experiment was repeated five times with different plasma bags from different donors.

![Schematic overview of the experimental setup. Plasma was circled through the Seraph cartridge by a roller pump. Plasma samples were obtained before and after passing through the Seraph device.](sfaa063f1){#sfaa063-F1}

Sampling and analysis
---------------------

A plasma sample of the whole plasma (C~0~) was obtained after mixing the anti-infective drugs and the plasma. One litre of the mixed plasma was separated into an empty dialysis flush bag. Pre (C~pre~) and post (C~post~) adsorber plasma levels were obtained at 5 (C~5~), 15 (C~15~), 30 (C~30~) and 60 (C~60~) min into the procedure and stored at −80°C until further measurements.

Ethics
------

Written informed consent was obtained from the voluntary plasma donors. The study protocol was approved by the Hannover Medical School Ethics Committee and was performed in accordance with the Declaration of Helsinki and German federal guidelines.

Chemical assays
---------------

Plasma concentrations of anti-infective drugs were determined separately at the Limbach Group laboratory, Heidelberg, Germany or the Institute of Clinical Pharmacology at the Otto-von-Guericke-University Magdeburg, Germany. Liquid chromatography--mass spectrometry/mass spectrometry and cloned enzyme donor immunoassays were used to measure the plasma levels of the investigated anti-infective drugs.

Statistical analysis
--------------------

The adsorber CL of every investigated drug 5, 15, 30 and 60 min into the procedure was calculated based on the plasma flow (Q~e~) and extraction ratio, using the equation: $$\text{CL}_{\text{drug}} = \frac{Q_{e}*~\left( {C_{\text{pre}} - {~C}_{\text{post}}} \right)}{C_{\text{pre}}}~$$

Plasma drug reduction ratios (RRs) over the first 5 min of every experiment were calculated using the equation: $$\text{RR}_{0 - 5} = \frac{\left( C_{0}–C_{5} \right)}{C_{0}}$$ as well RRs from 5 min into the procedure to the end of the experiment, using the equation: $$\text{RR}_{5 - 60} = \frac{\left( C_{5}–C_{60} \right)}{C_{5}}~$$

Calculations were performed with GraphPad Prism version 6 (San Diego, CA, USA).

RESULTS
=======

All of the five *in vitro* treatments could be carried out over their planned length. Despite the fact that we did not use any anticoagulation, no procedure had to be prematurely ended or interrupted due to circuit failure. No visual detectable signs of clotting in the adsorber cartridge appeared in any of the runs.

We found no significant drug plasma CL during the procedure. Mean CL values ranged from −11.93 mL/min (fluconazole) to 4.86 mL/min (clindamycin). Adsorber CL confidence intervals included zero in all investigated drugs.

We found a slight decrease in the drug plasma levels from the start of the procedure C~0~--C~5~ in all measured anti-infective drugs. This decrease was within the range of −4 to 20% for most of the investigated substances. Aminoglycosides showed higher RR~0--5~ of 54% for gentamycin and 62% for tobramycin. However, no additional decrease in drug plasma levels was observed during the experiment for any investigated drug. Additionally, plasma CL rates at 5 min into the experiment (CL~5~), as well as at the other measurement time points, were neglectable.

Our results are summarized in [Table 1](#sfaa063-T1){ref-type="table"} and [Figure 2](#sfaa063-F2){ref-type="fig"}.

![Tukey boxplot of the Seraph^®^ 100 plasma CL of the investigated anti-infective drugs during the procedure in millilitres per minute.](sfaa063f2){#sfaa063-F2}

###### 

Summary of the *in vitro* anti-infective drug elimination profile of the Seraph^®^ 100

  Drug                  C~0~       CL~5~    CL~15~   CL~30~   CL~60~   RR~0--5~   RR~5--60~   RR~0--60~
  ---------------- --------------- ------- -------- -------- -------- ---------- ----------- -----------
  Aciclovir          58.6 ± 8.3    −2.12     1.07    10.73     −2.3       20          0          22
  Amphotericin B      13 ± 2.1     8.45      8.5     −5.52    −20.69      19          8          26
  Ceftazidime        276 ± 22.8    −2.07    −7.23    29.09    −4.12       14          2          11
  Cefazolin         828.8 ± 86.7   0.52     −2.03    17.78    −2.35       20          0          15
  Clindamycin         9.9 ± 3.3    3.53      5.51    17.77     3.19       −1         −2          20
  Daptomycin         68.5 ± 3.5    17.32     −22       0      −2.17       −4         19          15
  Fluconazole        28.5 ± 4.9    −5.35    −20.41    −40     99.05       19         −25         −1
  Fosfomycin        953.9 ± 487.8  −14.1     −4.9      2        −8        14         −2          13
  Gentamycin          6.5 ± 0.1    24.6     −30.61   −9.09    −14.15      54         12          59
  Levofloxacin       89.6 ± 37.5   −1.51    −2.08     9.11    −13.21      9           3           9
  Linezolid         109.4 ± 10.9   −1.51    −2.08    10.12    −13.21      11          3          14
  Meropenem         125.6 ± 17.9   −3.48    11.36    12.39    −6.05       13         −2          15
  Moxifloxacin       67.4 ± 7.1    0.8       2.48     9.65    −11.78      9           3          11
  Piperacillin      1364.3 ± 193   18.87    16.44     5.53    −50.08      11          5          16
  Rifampicin         109.4 ± 4.4   −0.97      −5      5.86     0.99       7           1           7
  Tazobactam        142.3 ± 16.7   11.33     7.89    44.92    −36.6       12          8          17
  Tobramycin         18.8 ± 6.5    48.7     −4.19    −25.07   −4.56       62          7          62
  Vancomycin        179.8 ± 23.8   0.46     −1.88    13.48    −1.05       20          2          23

C~0~ = plasma bag concentration at the beginning of the experiment (mg/L). CL = mean drug plasma CL of the seraph adsorber at different investigated measure time points in millilitre per minute. RR (%) of the investigated drug during the first 5 min and during the rest of the experiment.

DISCUSSION
==========

The Seraph^®^ 100 Microbind^®^Affinity Blood Filter (ExThera Medical Corp., Martinez, CA, USA) is the first CE-approved extracorporeal device to filter pathogens from the blood. To our knowledge, this is the first *in vitro* measurement of the drug elimination characteristics of the Seraph^®^ 100 using a life size adsorber and human plasma. Furthermore, a dialysis device and plasma flow rate used in the clinical setting were employed. Our work indicates that the Seraph^®^ 100 does not affect plasma levels of the investigated anti-infective drugs to a clinically important degree. Therefore, we predict no interference, i.e. no removal of the investigated anti-infective drugs, thus avoiding the need for a dose adaption or an additional dose after treatment with the Seraph^®^ 100.

This result is based on two different lines of evidence: (i) the lack of significant drug elimination in the investigated adsorber CL rates and (ii) the steady drug levels in the plasma during the whole procedure time. As expected, we measured a slight initial decrease in drug levels during the first 5 min of the procedure as compared with the baseline level (RR~0--5~) due to mixture of the 1 L volume plasma bag with the 200 mL 0.9% NaCl priming solution. The total filling volume of the plasma circuit and the adsorber itself corresponds to ∼20% of the plasma bag size. After the mixing of plasma and priming solution (all data after Minute 5 of the procedure), no further drug level decrease can be found.

However, the 5 min RR of aminoglycosides as gentamycin and tobramycin was considerably higher than the expected 20%; therefore, an adsorption of the drug during the first pass of the plasma through the device can be postulated. Similar findings have been shown in the usage of other devices \[[@sfaa063-B12]\].

We need to address several shortcomings of this *in vitro* study. First, the sample size is rather small, and the investigated drug medium was human plasma rather than whole blood. Therefore, interactions between cellular blood components, the Seraph^®^ device and anti-infective drugs could not be investigated by this study. Human plasma was used due to ethical considerations, as it is available without further clinical risks for the donor after TPE. A realistic study approach with a continuous whole-blood stream through the adsorber may reveal such effects. Additionally, we did not perform drug level monitoring in the plasma that was not used in the experiment to determine drug stability effects.
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